Chapter 30--Determination of Blood Alcohol by Blood, Breath, Saliva, 8 -
and Determination for the Presence of Drugs in Blood, $4 RECEIVED

- kBy Carol Day at 10:41 am, Ap"r.b4, 2016

.

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPOAT 17

Complete this 1eport in duplicale al tha time of the regular montihly proveniative mainienance check, and whenavel Instrument ks rapaked.
Sand copy Io Department of Heakh and Semor Sarvices, relain onginal in departmant file,

ALCO SEN SH FHINTER 5H

SOYRF 3

LVOCATION OF HiSTRIAMNT {STREET AND CITY)

O/ A Holres Colads Cnm e

CHECKLIST: Flacy @ mark In tha box by’oach fam ¥ lound lo be satistactory or if operating within estabilshed Gmits. {Write In cbseived val-
uBs whare datermined.) Unmaiked Rems musi be corected balord ysing msirumant,

- Q&I}'{.\F HRPECTON
9 I3, 3590, p54 |3/ 50/2 O

WIE OF HESPECTION

{@) DIQITAL READOUT (ALL ELEMENTS QPERATIONAL)

W TEMPERATURE OF ALCO SENSOR {10°C - 40'C)

) PAINTER WORKING PROPERLY

& TiME AND DATE DISPLAYING PROPERLY
BREATH ALCONOL ACCURAGY STANDARDS

{0 smuLaTor SOLUTION
3 sTANDARD SUPPLIER Toaloxim glee s o11HE #2809 exe oarepsd ﬁf:f_i R0l

SIMULATOR EXPDATE .

jéﬂ COMPRESSED ETHANOL-GAS MUICTURE

E} SIMULATOR TEMPERATURE (34°C = 0.2°C) ... .. SIMULATORSN _ .

E CALIBRATION CHECK ~ [ONLY ONE STANDARD IS TO BE USED PER MAINTERANCE REPORT)
Aun three 1851s Using a standard solution, Al three tesls must be within +5% of the standard value and musl have a spread of 005 o

less. Check tha box comesponding to the standard sowtion being used. (PRINTCUT ATTACHED)
E 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

0.060% STANDARD - MUST READ BETWEEN 0.076% ang 0.084% INCLUSIVE :
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 & /‘//gg‘g r;st- LD TEST3w @Cc)?/

B RF DETECTOR OPERATING
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS}

o I(O-AM) o ‘4.05-.09; (.'33|(.1c».14} I lesae ¢ t(ovsn.ts) P

REFUSALS

*[Uist any new parts and ¢oscide any afleration of modificalion thal was made (o restore 1he nstrument to oparate salisfactordy and within
ostabiished Hmits (use other side i necessany).

i =
o . L Builey
T 1P HAREERAIHONE / , TELEPIONE MAmEA i -
A2 355 (Wil e Fle _§55 7750

Roelum co«ﬁp&alod repodt to the: Broath AGhol Program, MO Depanment of Health and Senior Sexvices, Southaast District Office

2875 James Boulevary
Pogiar Bluft, MO 63901 .
1LAB-314

7% [ 351 ] AH TEUAL GHHROR L T Y D ATV ASTECH EAUOTIH
hetias el Porases purrded O | ISP e

Roain CARRAHAR {11/30/12) CODE OF STATE REGULATIONS 15

Secretary of State



Airgas USA LLC {LAB)
3500 Bernard Street

St Lows Ma 63103
Fh {3143 533-3100
Fax. {314) 533.7328

Certificate of Analysis

Customer Name Jest Date: 6-Aug-2014

Intoximeters, Inc.
2081 Craig Road
St Louis, Mo 63146

Lot # AG421804

Exp. Dats Cyl. Type Component Certified Concentration
6-Aug-2016 108 Elhanol 0.080 & 0,002 BrAC (218 ppm)
Nitrogen Balance

Certification Traceable to N.L.S.T. RGM Ethanol Standards:

Serial No, Congcentration Serial No. Concentration
£EB0010581 391.8 ppm EB0010603 392.5 ppm
EBQ010570 258.8 ppm £EB0O10558 258.9 ppm
£B0010285 208.0 ppm EB0010585 208.8 ppm
EB0Q10561 103.7 ppm EB0010562 104.9 ppm
EBG010681 £2.22 ppm EB0010579 52,94 ppm
Analytical Method: NDIR

Oigaaliy signed by Qvairzg Contigi
Date: 2012.09.06 17:38:54 0500
Reascn: Ury gas slandard carsficaton of analyss »#Zé, /z -,

Locaticn Alrgas USA LLC {Lab) Analyst:
Rod Marsala

ISC 17025:2005 A2LA accredited. Certificate Number 2969.01
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STATE OF MISSOURI o
DEPARTMENT OF HEALTH AND SENIOR SERVICES 4
BREATH ALCOHOL PROGRAM

)
(<5 )
e

.. .
N e -
S

is hereby authorized 1o instruct and supervise operators, train instruclors, inspect, calibrale, perform field service and repairs,

and operalte lhe lollowing brealh analyzer(s):
CALCO-SENSOR IV WITH PRINTER e

for the delermination of the alcoholic content of biood {rom a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

Loa o Semm7

DATE 11/13/2014
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY T
240385
NUMBER : VAP, U%(*Qf
expiaes 114372006 acting diveetoy
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVIGES
LAH < (R6-10}

RGO 330 001 4510

Ak STATE OF MISSOURI
(oF “‘@; DEPARTWENT OF HEALTH AND SENIOR SERVICES
- i;lf;; BREATHALCOHOL PRQGRAM
Ry nid -
S INSTRUMENT OPERATOR CARD
The namad candnaorr Is JUneared (o operaly #n swdtential breain akoho!
instument fo fhe delemminaton of ihe atoholic contonl i dreath form of expred 4v

R

Opurator  BANEY, JOSKUA
Permit No 240385
Date Issued TH1J2014  Date Expires 11/1312016




